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Gold coating of micromechanical DNA biosensors by pulsed laser deposition
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(Received 6 June 2012; accepted 3 October 2012; published online 25 October 2012)
In this work, we describe the gold-coating of silicon microcantilever sensors by pulsed laser
deposition (PLD) and their performance as DNA biosensors. To test optimum deposition
conditions for coating the sensors, silicon substrates were gold coated by PLD using the fifth
harmonic of a Nd:YAG laser (213 nm, pulse duration 15 ns). The gold deposits were characterized
by atomic force microscopy and x-ray diffraction. The adequate conditions were selected for
coating the sensors with a 20 nm thick gold layer and subsequently functionalized with a self-
assembled monolayer of thiolated DNA. To verify PLD as a tool for gold coating of biomechanical
sensors, they were characterized by using a scanning laser analyzer platform. Characterization
consisted in the measurement of the differential stress of the cantilevers upon hydration forces
before and after functionalization with a double-stranded DNA monolayer. The measurements
showed that the sensor surface stress induced by the adsorption of water molecules is
approximately seven times higher than that of functionalized sensors gold coated by thermal
evaporation. These results indicate that gold coating by PLD could be an advantageous method to
enhance the response of biomechanical sensors based on gold-thiol chemistry. VC 2012 American
Institute of Physics. [http://dx.doi.org/10.1063/1.4761986]
I. INTRODUCTION
Nanostructured materials and surfaces have generated
great interest in recent years due to their unusual optical,
electronic, magnetic, and catalytic properties.1 Gold nano-
particles are used in optoelectronics, communications, chem-
ical and electrochemical sensors, biosensors, etc.2–7 Surface
parameters, like microstructure and morphology, normal
electrochemical potential, surface energy, absorption, and
reflection coefficients, play a vital role in determining the
use of the deposited thin films or nanostructures made of
gold. Pulsed laser deposition (PLD) has emerged as an
attractive technique for the fabrication of well-defined nano-
structures and surface morphologies of various materials
because of the ability to control the dimensions and the crys-
talline phase by varying the laser parameters and the deposi-
tion conditions.8–13 This technique also offers the capability
for producing epitaxial growth, and it has extensively been
applied to produce metal nanoparticles.14
Mechanical biosensors are based on the principle that
molecular recognition on the surface of a bio-functionalized
micromechanical system (e.g., a cantilever) can result in a
bending (deflection) of a few nanometers. The origin of the
nanomechanical response is the change of the surface stress
due to electrostatic, van der Waals, and steric intermolecular
interactions on the cantilever surface.15 These devices
require the binding of the molecules on only one side of the
cantilever, which is achieved by coating it with a thin gold
layer. The gold layer is then functionalized with the recep-
tors by means of thiol chemistry. Previous research16 has
shown that silicon microcantilevers gold coated by thermal
evaporation on one side experience a measurable bending in
response to temperature changes, in a phenomenon referred
as "bimetallic effect." The differential stress in the bimaterial
cantilever is created due to dissimilar thermal expansion
coefficients of the silicon substrate and the gold coating.
Self-assembled monolayers (SAMs) of single-stranded
DNA (ssDNA) probes immobilized on solid supports consti-
tute the base of a variety of biosensors.17,18 There is an
increasing interest in using micromechanical sensors func-
tionalized with SAMs of DNA to detect complementary
DNA sequence with high sensitivity and specificity. In this
type of sensors, a gold layer of few nanometers is used as an
intermediate layer between the surface of the mechanical
sensor and DNA. The features of the gold layer are crucial
for the performance of the mechanical sensor. In particular,
the surface of the gold film has to induce the creation of a
high density SAM, while the bulk has to transmit the overall
change of the surface tension to the mechanical sensor when
complementary DNA chains are detected. The goal of a bio-
sensor is the measurement of interactions between mole-
cules; however, the forces involved are rather weak and
closely related to the typically aqueous medium where they
act. It has been shown17 that it is possible to take advantage
of the leverage of hydration forces in controlled biolayers to
produce magnified responses of micromechanical sensors.
This provides a way to detect DNA hybridization with
improved sensitivity and larger reproducibility and robust-
ness in the response.17
In this work, we describe the gold-coating of silicon
cantilever sensors by PLD and characterize their perform-
ance as DNA biosensors. PLD experiments were first carried
out on silicon substrates in order to identify the optimum
deposition conditions for coating the sensors. As excitationa)E-mail: e.rebollar@iqfr.csic.es.
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source we used the fifth harmonic of a Q-switched Nd:YAG
laser, delivering 15 ns pulses at 213 nm. The resulting nano-
structured gold deposits were characterized by atomic force
microscopy (AFM) and x-ray diffraction (XRD). A 20 nm
thick gold layer was chosen as optimum for coating the
micromechanical sensors and their differential stress, in
response to temperature changes was characterized by using
a scanning laser analyzer (SCALA).19,20 We analyzed the
performance of the gold-coated micromechanical sensors in
comparison to those fabricated by the conventional method
of thermal evaporation used in previous work.17 For that pur-
pose, we measured the mechanical response upon hydration,
before and after the adsorption of self-assembled double-
stranded DNA (dsDNA) monolayers. The results obtained
indicate an improvement of the sensitivity of the biosensors
prepared by using the PLD procedure.
II. EXPERIMENTAL
A. Preparation and characterization of gold films by
PLD
The PLD set up consists of a stainless-steel chamber
pumped down to 6 105 Pa by a turbo-molecular pump.11
The gold targets (99.99% purity; Quorum Technologies,
Kent, UK) were placed on a rotating sample holder to avoid
cratering during repetitive irradiation. Deposits were pre-
pared in vacuum using a Q-switched Nd:YAG (Lotis TII LS-
2147) operating at 213 nm (5th harmonic of the fundamental
radiation, full width half maximum (FWHM) 15 ns), at a rep-
etition rate of 10Hz. The laser beam was focused on the tar-
get surface by a 25 cm focal length lens to yield fluences up
to 2 J/cm2. Prior to coating the silicon cantilevers, the opti-
mum conditions for depositing a nanostructured gold thin
film layer were identified by fabricating deposits on a silicon
substrate. The silicon substrates (MikroMasch, Tallinn, Esto-
nia) of ca. 1 1 cm2 were previously coated with an inter-
mediate 2 nm thick chromium layer by sputtering (in a
Emitech K575X Sputter Coater, Quorum Technologies,
Kent, UK) in order to enhance the adhesion between the
gold layer and the silicon substrate. The chromium-coated
silicon substrates were placed at a distance of 4 cm from the
ablation target. Deposits were grown at room temperature by
delivering different number of pulses, up to 144 000, to the
gold target resulting in deposition times of up to 4 h. Exami-
nation of the surface of the deposits was carried out by AFM
(Nanoscope III A Multimode, Veeco). Their crystallinity
was studied by XRD (Philips XPert) using the Cu Ka
(1.54 A˚) radiation in the h/2h configuration.
As micromechanical sensors, commercially available
silicon cantilever arrays from MikroMasch were used. The
cantilevers are rectangular, and their nominal dimensions are
400 lm in length, 100 lm in width, and 1 lm in thickness,
and feature a resonance frequency of 8 6 3 kHz and a spring
constant of 0.055N/m. The silicon micromechanical sensor
arrays were also coated by sputtering with a 2 nm chromium
layer, and their whole surface was then covered by PLD with
a gold layer of 20 nm by introducing them into the deposition
chamber. The surface topography of the gold-coated sensors
was also characterized by AFM (Nanoscope V Multimode,
Veeco Instruments Inc.) and their mechanical response to
temperature variations by using a SCALA device (Mecwins
S.L., Madrid, Spain), a platform capable of fast deflection
sensing and full 3D characterization of micromechanical
sensors of any size.19,20 During these experiments, the tem-
perature was changed at a rate of about 0.14 C per minute,
and the relative humidity (RH) was kept at 0%.
B. Immobilization of DNA-SAM and measurement
of the surface stress of the micromechanical sensors
The gold-coated micromechanical sensors were incu-
bated with a 5 lM 50 thiol-modified ssDNA (50-CTA CCT
TTT TTT TCTG-30) (Microsynth, Balgach, Switzerland)
probe in PBS solution (1.137M NaCl, 0.003M KCl,
0.008M Na2HPO4, 0.002M KH2PO4) for 258 h at 24
C.
Following the immobilization procedure, the sensors were
vigorously rinsed in Milli-Q water, at room temperature to
discard unspecific interactions, and were dried under dry
nitrogen flow. Hybridization with ssDNA complementary
strand (50-CAG AAA AAA AAG GTAG-30) (Microsynth)
was performed in PBS for 1 h at room temperature. They
were rinsed afterwards and dried following the same proto-
col as described above.
The mechanical response (surface stress variations) of
the gold-coated sensors to hydration forces was also meas-
ured by using the SCALA platform. Control of hydration
forces was made by increasing the RH in the measurement
chamber. During the measurement of the surface stress, the
temperature was kept at 24 C, and the RH was changed at a
rate of about 1% per minute from 0% to 40%-50%. Before
the measurement, the sensors were equilibrated at 0% RH in
a flow of dry nitrogen for about 20min.
To calculate the surface stress, r, the SCALA platform
performs a read-out of the cantilever deflection profiles, and
each profile is fitted to a second order polynomial to deduce
the curvature radius, R, as described in Ref. 16. The surface






where E and t are, respectively, the Young’s modulus and
the Poisson coefficient of silicon (typically 169GPa and
0.27, respectively)17 and T is the thickness of the cantilever.
This calculation is performed continuously so that changes
in R (and subsequently in the surface stress) can be moni-
tored as the temperature or the RH conditions change.
III. RESULTS
A. Fabrication and characterization of coated
substrates
The thickness of the deposits was measured by AFM
and the values for different number of pulses are reported in
Table I. As expected, the thickness increases upon repetitive
irradiation of the target. The superficial nanostructure of the
deposits was investigated by AFM. Figure 1 shows corre-
sponding AFM height images. For a low number of pulses
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(up to 6000), the deposits are constituted by a nanoparticle-
assembled layer with characteristic sizes from some tens
up to 300 nm. However, for a higher number of pulses
(12 000), the grown films are continuous. The mean rough-
ness values, Ra, obtained by calculating the arithmetic aver-
age of the height deviations from the centre plane of the
sample are also listed in Table I. It is observed that the layer
grown with 12 000 pulses presents a lower roughness than
that grown with 6000 pulses, indicating the transition from a
nanoparticle-assembled layer to a continuous film. For even
larger number of pulses, Ra increases again as a consequence
of the presence of large overimposed aggregates, which are
evident in Figure 1.
As outcome of previous investigations,16,22,23 it is
known that the adequate performance of the DNA biome-
chanical sensors requires the coverage of the cantilever sur-
face by a thick enough gold layer of about 20 nm. In order to
ensure that the gold layer grown by PLD meets this require-
ment, gold deposition was carried out using 144 000 laser
pulses (Table I). Before coating the cantilevers by PLD, we
characterized the crystalline structure and composition of the
deposits grown on silicon with 144 000 laser pulses and com-
pared with those of the initial gold target by using XRD.
Figure 2 shows XRD patterns of the gold target and of the
deposit. For the gold target, XRD peaks located at 38.27
and 44.45 are readily assigned to the (111) and (200) reflec-
tions, respectively. These peaks, together with reflections
located at 64.49, 77.65, and 81.83 (not shown in the fig-
ure) and assigned to the (220), (311), and (222) phases
respectively, correspond to the face-centered cubic structure
of metallic gold (Joint Committee on Powder Diffraction
Standards, PCDS, Card No. 04-0784). The diffraction pattern
of the deposit obtained with 144 000 pulses displays the
same peaks as the target, with a clear predominance of the
(111) phase. The intense (111) peak gives indication of the
preferential orientation of gold crystallites onto the substrate
surface. Similar phase predominance was obtained24 for gold
thin films grown on glass substrates by ns PLD exciting at
248 nm and was discussed in connection with the velocity of
arrival of the ejected species to the substrate, which plays a
central role in determining the deposit crystalline structure.
Highly energetic plasma species ejected from the target are
easily thermalized and diffused upon arrival at the substrate
which grows as a highly oriented nanostructured film.24
The average crystalline domain size of deposits, D, was
estimated using the Scherrer law, D¼ 0.9 k/B cos hB, where
k is the x-ray wavelength (Cu Ka¼ 0.154 nm) and B is the
FWHM (in radians) of the diffraction peak. The obtained
crystalline domain size (23 nm) is smaller than that of the
target material (38 nm). Also, the XRD analysis indicates
that typical crystalline sizes of deposits are of the order of
the nanoparticle size derived from AFM imaging analysis of
the deposited film (see Figure 1(f)), thus indicating that the
observed nanostructures are likely to be single-crystalline
particles.
B. Characterization of gold coated mechanical
sensors
The surface topography of the gold-coated sensors was
characterized by AFM. Figure 3 shows the topography image
of a 20 nm thick gold layer deposited on the surface of a can-
tilever using 144 000 laser pulses. The surface exhibits a
TABLE I. Thickness and roughness (Ra) of the gold deposits prepared by
PLD at the different irradiation conditions.
Number of pulses Thickness(nm) Ra (nm)
3000  1.56 0.2
6000  1.56 0.1
12 000 36 1 0.36 0.2
18 000 86 2 0.46 0.2
24 000 136 2 0.76 0.2
144 000 206 3 0.86 0.2
FIG. 1. AFM height images (2 2 lm2)
of the surfaces of gold deposits obtained
by PLD at 213 nm and 2 J/cm2 after: (a)
3000, (b) 6000, (c) 12 000, (d) 18 000,
(e) 24 000, and (f) 144 000 pulses.
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well-defined continuous film with similar topography than
the gold deposits prepared on the silicon substrate with the
same number of pulses (Figure 1(f)). The measured surface
roughness is 0.6 nm, which is consistent with the Ra value
determined for the gold-coated substrates made by applying
144 000 laser pulses (0.86 0.2 nm, Table I). The surface
grain size is 20-24 nm, and the grain boundaries are well
defined with a surface density of 523 lm2. The coated sur-
face also shows the deposition of larger aggregates, of grain
size 34-38 nm, dispersed through the gold coating. These
aggregates are present in a much lower density (7 lm2) in
comparison to the small surface grains and are not con-
nected; thus, they are not expected to play an important role
on the transmission of surface stress.
The differential stress induced by the gold film on the
surface of the cantilevers was characterized by measuring
the mechanical response of the sensors to temperature varia-
tions. Figure 4 shows the vertical deflection of the free-end
of two cantilevers within the same array (out of the 20 ana-
lyzed cantilevers in 4 different arrays of sensors) when sub-
mitted to temperature changes. With the increase of
temperature, the cantilevers bend downwards toward the sili-
con side, due to the higher thermal expansion coefficient of
gold as compared to that of silicon. The bimetallic coeffi-
cient dD/dT is obtained by linear fitting the thermal response
of the cantilever. For the cantilevers shown in Figure 4, the
values are 47.66 0.4 nm/ C for cantilever 1 (squares) and
72.56 0.5 nm/ C for cantilever 2 (circles). This difference
is related with variations in the cantilever thickness in the
manufacturing process; in fact, it has been previously
shown25 that related variations over a factor of two could be
expected for cantilevers made from the same silicon wafer.
The bimetallic coefficient obtained by averaging measure-
ments of the 20 tested cantilevers is 51.546 15.36 nm/ C.
This experimental value can be compared with the theoreti-
cal prediction assuming a uniform continuous gold layer
given by the expression26
dD
dT
¼ 6EcEsðhcþ hsÞhchsðac asÞ
E2ch
4





where L and h are the length and the thickness of the micro-
mechanical sensor, a the thermal expansion coefficient, and
the subscripts s and c refer to the substrate (silicon) and coat-
ing (gold layer), respectively. For simplicity, the chromium
layer is neglected in this equation. Applying Eq. (2), a theo-
retical bimetallic coefficient value of 46.3 nm/ C is
obtained. This is in good agreement with the experimental
one, indicating that the PLD method ensures a homogeneous
coverage across the cantilever surface.
C. Assessment of micromechanical DNA biosensors
We assessed the performance of the functionalized can-
tilever sensors coated by PLD and compared it with that
reported for the sensors coated by thermal evaporation.17
This was done by measuring the mechanical response under
the influence of hydration forces after the adsorption of DNA
molecules. The gold-coated cantilevers were incubated in a
thiol-modified ssDNA solution followed by a hybridization
procedure, as described in Sec. II. Thiol-modified ssDNA
forms a SAM on the gold-coated side of the sensor due to
the strong bond between the thiol group and gold.23 At high
packing conditions, DNA molecules align vertically, creating
intermolecular sub-nanometric channels in which the con-
finement of water molecules changes the tension in the
monolayer. DNA-DNA chain interactions of the monolayer
through water molecules are transmitted to the gold surface
modifying the surface stress of the cantilever sensor.17 The
surface stress response to increasing hydration forces (i.e.,
increasing the RH) of the functionalized cantilever generates
a characteristic response as described in Ref. 17.
Figure 5 shows the evolution of the surface stress upon
hydration for the five cantilevers of one of the four analyzed
FIG. 3. (a) AFM topography image (1 1lm2) of a
gold film deposited by PLD at 213 nm and 2 J/cm2 with
144 000 pulses on the cantilever array surface. The
region selected in (a) by a white square is displayed in
(b) in a 3D representation.
FIG. 2. XRD patterns of gold target and deposit grown by PLD at 213 nm
and 2 J/cm2 with 144 000 pulses.
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gold-coated micromechanical sensors prepared by PLD. Af-
ter gold coating with PLD (squares), the cantilevers experi-
ence a maximum surface stress of 0.056 0.02N/m to a RH
increment of 40%. After the functionalization steps that lead
to the creation of a monolayer of dsDNA on the gold surface
(circles), all the cantilevers bend downwards toward the sili-
con side until they reach a saturation value at a RH of 50%.
The mean surface stress variation out of 20 measurements is
1.006 0.26N/m. This negative change of surface stress
indicates that the adsorption of DNA molecules induces a
compressive stress in the gold layer, because by introducing
a higher amount of water molecules (increasing humidity)
the surface stress on the cantilever is raised. The obtained
deviation can be related to deviations in the mechanical
properties of the silicon cantilevers. For the sensors used in
the experiments, the nominal thickness provided by manu-
facturer has a range of 0.7-1.3 lm, which may explain the
differences in the measured surface stress. The results shown
herein are consistent with previous reports17,27 where the
authors described a method for DNA hybridization detection
based on hydration-induced tension layers.
The values of surface stress obtained for the biomechanical
sensors prepared by PLD are compared with those reported17
for cantilevers coated by the more conventional technique of
thermal evaporation. Using the latter technique the reported sur-
face stress at the saturation point is0.15N/m,17 approximately
seven times lower than the values measured herein for the sen-
sors prepared by PLD.
IV. DISCUSSION
Gold deposits on chromium-coated silicon substrates
were obtained upon irradiation at 213 nm using different
number of pulses of 2 J/cm2 in order to control their thick-
ness and morphology and aiming at obtaining films with the
optimal properties for use as DNA sensors. It was found that
for a number of pulses below 12 000, very thin nanoparticle-
assembled gold layer was obtained, with thickness below
3 nm and nanoparticle size from some tens of nm up to
300 nm. For a larger number of pulses, the film is continuous
and displays a roughness which is lower than that of the thin-
ner nanoparticle-assembled layers. These differences can be
explained in relation to the nucleation processes of the laser
ablated species that take place on the substrate. In fact, it has
been proposed14,28,29 that defects created during layer
growth by the high energetic plasma species reaching the
substrate are responsible of the nucleation process. At the
initial state of deposition, the dominating island-like growth
results in small coverage of the surface area by clusters.
When the relative area covered by nucleating and growing
clusters increases, the deposition rate decreases, due to rising
self-sputtering. As this effect is quite efficient at the laser flu-
ence used, it is estimated29 that only about 10% of the arriv-
ing atoms will contribute to film growth, while the rest are
self-sputtered from the surface by the incoming flux. This
explains the nonlinear dependence of the film thickness ver-
sus the number of pulses (Table I). Self-sputtered processes
are also thought to be responsible of the evolution of the
nanoparticle size.14
The presence of overimposed aggregates in the case
of gold layers fabricated with a larger number of pulses
(12 000) can be explained by taking into account in this
case the ejection mechanism. This is dominated by explosive
boiling of the target material,10–13 a phenomenon which is
described as an explosive relaxation of the laser induced
melt into a coexistent mixture of liquid droplets and vapor.
When a target is irradiated by ns laser pulses, the thermal
contributions generally dominate and allow photon coupling
with both the electronic and vibrational modes of the mate-
rial. Such effects will be most favored in cases where the tar-
get has a large absorption coefficient (thus ensuring a small
optical penetration depth). At 213 nm, the absorption coeffi-
cient of gold is estimated in a  8 105 cm1,30 and thus a
thin layer of around 12 nm is heated up. The heat accumula-
tion in this narrow layer is responsible for the explosive boil-
ing of the target. Macroscopic particulate ejection can also
contribute in the case of non-homogeneous targets, where
the localized laser induced heating will cause very rapid
FIG. 5. Surface stress variation during a hydration cycle for five cantilevers
of one gold-coated micromechanical sensor, after gold coating with PLD
(squares) and after DNA hybridization (circles). The surface stress variations
were measured with respect to the surface stress at RH 0%. RH was changed
at a rate of about 1% per minute.
FIG. 4. Deflection of two gold-coated cantilevers as a function of tempera-
ture. The symbols (squares for cantilever 1 and circles for cantilever 2) rep-
resent experimental data and the lines correspond to linear fittings. The
deflection of the micromechanical sensors was measured with respect to the
deflection at the initial experimental temperature (22 C). The temperature
was changed at a rate of about 0.14 C per minute.
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expansion of any trapped gas pockets, just below the surface,
and forcible ejection of the surface material.10 Then,
although the target is continuously rotated and linearly trans-
lated to avoid cratering, the fabrication of thicker deposits
and, in particular, of 20 nm thick gold layers results in some
defects on the target surface, possibly enhancing production
of aggregates.
Regarding the crystallinity of the deposited gold layer,
and as mentioned above, there is a preferential orientation of
gold crystallites, which is related to the kinetic energy of the
ejected species.24 For the characteristic kinetic energies ap-
plicable to these experiments (which have been reported to
be 3.0 eV in similar experimental conditions),14 the prefer-
ential orientation of the crystallites is a manifestation of a
minimum in the configuration energy, as (111) surfaces have
the closest packing in the face centered cubic structure
adopted by gold.
The residual stress, defects, and roughness of the coat-
ings are parameters that affect the mechanical response of
the micromechanical sensors to molecular adsorption.27 The
analysis of the surface topography of 20 nm gold coated
micromechanical sensors prepared by PLD upon 144 000
pulses proves that the obtained gold layers are continuous
with a nanostructured morphology. By functionalizing PLD
gold coated cantilevers with dsDNA monolayers, we have
found quantitative differences in comparison to the same
type of cantilevers, in terms of area, and for similar gold
layer thickness (ca., 20 nm)17 when coating with thermal
evaporation techniques. The induced surface stress upon
hydration forces on the functionalized cantilever surface is
qualitatively similar (it generates a compressive surface
stress) in both cases, but around seven times higher for the
PLD based procedure. Since the surface stress is proportional
to the number of DNA chains on top of the gold layer, this
result can be attributed to the higher capability of creating a
monolayer of DNA with a higher density in the case of PLD.
By tuning the PLD conditions, it is possible to increase the
number of binding sites on the nanostructured gold films. A
larger gold surface roughness enhances the micromechanical
sensor effective area and consequently the number of molec-
ular binding sites. In addition, surface roughness improves
the confinement of molecules, increasing the intermolecular
interaction, based in osmotic, steric, solvation and hydration
forces, in comparison to the more uniform surfaces generated
by thermal evaporation.31
V. CONCLUSIONS
PLD was used for gold-coating silicon cantilever arrays
using the fifth harmonic of a Nd:YAG laser (213 nm, pulse du-
ration 15 ns). Optimal irradiation parameters, fluence and
number of pulses, were determined in order to obtain nano-
structured gold films with a thickness of 20 nm, a value which
has been previously reported to be appropriate for adequate
DNA biosensor performance. The measurement of the me-
chanical response of the PLD coated sensors upon hydration
before and after adsorption of self-assembled DNA mono-
layers showed that the surface stress induced by the adsorption
of DNA molecules is around seven times higher than for bio-
sensors coated by other more conventional method such as
thermal evaporation. This improvement of performance is
attributed to the increase of superficial roughness and effective
area of the nanostructured gold layer, which in turn increases
the number of molecule binding sites and their confinement to
the surface by stronger intermolecular interactions. These
results indicate that gold-coating by PLD could be an advanta-
geous method to enhance the response of micromechanical
devices in biosensing applications.
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